How to Stabilize Protein: Stability Screens for Thermal Shift Assays and Nano Differential Scanning Fluorimetry in the Virus-X Project

Daniel Bruce¹, Emily Cardew¹, Stefanie Freitag-Pohl², Ehmke Pohl¹,²

¹Department of Biosciences, Durham University
²Department of Chemistry, Durham University

Correspondence to: Ehmke Pohl at ehmke.pohl@durham.ac.uk

URL: https://www.jove.com/video/58666
DOI: doi:10.3791/58666

Abstract

The Horizon2020 Virus-X project was established in 2015 to explore the virosphere of selected extreme biotopes and discover novel viral proteins. To evaluate the potential biotechnical value of these proteins, the analysis of protein structures and functions is a central challenge in this program. The stability of protein sample is essential to provide meaningful assay results and increase the crystalizability of the targets. The thermal shift assay (TSA), a fluorescence-based technique, is established as a popular method for optimizing the conditions for protein stability in high-throughput. In TSAs, the employed fluorophores are extrinsic, environmentally-sensitive dyes. An alternative, similar technique is nano differential scanning fluorimetry (nanoDSF), which relies on protein native fluorescence. We present here a novel osmolyte screen, a 96-condition screen of organic additives designed to guide crystallization trials through preliminary TSA experiments. Together with previously-developed pH and salt screens, the set of three screens provides a comprehensive analysis of protein stability in a wide range of buffer systems and additives. The utility of the screens is demonstrated in the TSA and nanoDSF analysis of lysozyme and Protein X, a target protein of the Virus-X project.

Introduction

Many biotechnologically-useful enzymes originate from viral sources, such as the tobacco etch virus (TEV) protease¹ and human rhinovirus type 3C (HRV 3C) protease². The Horizon2020 Virus-X project (Figure 1)³. The aim of this program is (a) to extend the range of the properties of known enzyme families and (b) to characterize novel enzymes of yet unknown function (Enzyme X). Crystallographic structure determination plays a pivotal role in target protein characterization, in particular in those cases where the protein sequences have evolved beyond recognition⁴. Protein stability is a key factor in the crystallization process; samples must be conformationally homogenous and structurally sound over a period of time to form high-quality, diffracting crystals. Furthermore, it is essential for activity assays that the proteins exist in their active conformation, which can also be facilitated by a favorable molecular environment.

Despite the development in the technology available to crystallographers, protein crystallization remains a time-consuming and labor-intensive empirical process⁵. Preliminary biophysical experiments to improve the protein stability in solution give clearly a better starting point for protein crystallization and consume usually only a comparatively small amount of protein sample⁶,⁷,⁸,⁹. The large number of target proteins to be studied in this project also necessitates scalable, high-throughput stability assays. One of the most popular methods for pre-crystallization biophysical characterization of the proteins is the thermal shift assay (also known as TSA or differential scanning fluorimetry, DSF)¹⁰,¹¹. TSAs employ an environmentally-sensitive fluorescent dye to track the thermal denaturation of protein samples. Many commonly-used dyes have variable fluorescence activity depending on the polarity of their environment, often displaying a high fluorescence output in hydrophobic environments but undergoing rapid quenching in polar environments¹². Proteins generally cause pronounced increases in dye fluorescence as their hydrophobic cores become exposed during denaturation, often followed by a decrease in dye fluorescence at very high temperatures as proteins begin to aggregate (Figure 2).

While a hydrophobicity-sensitive dye is often a good choice for a general-use TSA dye, it can be unsuitable for proteins with large, solvent-exposed hydrophobic regions, which often display detrimental high background fluorescence. Fluorophores with alternative modes of action exist (see Discussion), but it may instead be desirable to track denaturation through intrinsic protein fluorescence with nanoDSF.

Tryptophan residues that are buried in nonpolar regions of a protein fluoresce with an emission maximum of 330 nm. As a protein sample unfolds and these residues become exposed to a polar solvent, their emission maximum undergoes a bathochromic shift to 350 nm¹³. nanoDSF exploits this shift in emission maximum to probe the unfolding of a protein sample without the need for extrinsic fluorophores¹⁴.
Preparation of Protein Sample

1. Formulate the stability screens as 500 µL aliquots in 96-well blocks and seal for storage. Transfer 10 µL of each condition of a stability screen into the corresponding well of a 96-well plate using a multi-channel pipette to save time (Figure 4A).

2. Prepare 1 mL of an approximately 1 mg mL$^{-1}$ protein solution in an appropriate buffer system. While the composition of an appropriate buffer varies with each protein sample, a good first buffer to try is 10 mM sodium phosphate with 100 mM NaCl, pH 7.2.

   **NOTE:** Acceptable protein concentrations vary case-by-case, but concentration ranges of 0.5 - 5 mg mL$^{-1}$ typically produce analyzable curves. Dilute buffers are recommended for use with the stability screens to avoid masking the effects of each condition. Typical buffer compositions are approximately 10 mM buffer with around 100 mM NaCl.

3. If performing a TSA experiment, add SYPRO Orange dye to the protein sample to a final concentration of 20x. Mix either by inversion or brief vortexing.

4. Transfer 10 µL of the protein solution into each well of the 96-well plate prepared in Step 1.1 (Figure 4B).

5. Seal and centrifuge the 96-well plate for 2 min at 600 x g to ensure the protein sample and screen component are mixed (Figure 4C).

6. Re-seal the stability screen deep well block and store the screen at 4 °C for up to 4 months. Store the salt screen in darkness, as some components are photosensitive.

   If performing a nanoDSF experiment, continue to step 2. If performing a TSA experiment, skip to step 4.

Preparing a nanoDSF Experiment

1. Ensure that the equipment is clean, paying particular attention to any dust near the sample rack. If the system has a backscattering mirror, clean it using ethanol and a lint-free tissue.

2. Open the sample drawer by pressing the Open Drawer button. (Figure 5A).
3. Load the capillaries with approximately 10 µL from each well of the 96-well plate by touching one end of the capillary into the solution, then place them into the corresponding capillary holders of the sample rack (Figure 5B). Be careful not to contaminate the middle of the capillaries with fingerprints, etc., as this could interfere with fluorescence readings throughout the experiment.

4. Immobilize the capillaries with the magnetic sealing strip (Figure 5C).

3. Programming a nanoDSF Experiment

1. Launch a preliminary scan to detect the position and intensity of each capillary by pressing the Start Discovery Scan button in the Discovery Scan tab. Increase or decrease the incident excitation strength from an initial power of 10% until the peak of every capillary scan is between 4,000-12,000 units (Figure 5D).

2. To ensure the sample is folded and sufficiently concentrated, an initial melt scan with a steep temperature gradient is recommended. In the Melting Scan tab, program a melt scan by setting the Temperature Slope option to 7.0 °C min⁻¹, Start Temperature to 25 °C and End Temperature to 95 °C, then launch the nanoDSF experiment by pressing the Start Melting button. If the resulting melt curves do not show a detectable inflection point, consider concentrating the sample further or checking if the protein is folded properly.

3. Repeat steps 2.1-2.4 to prepare the samples for a full experiment.

4. In the Melting Scan tab, program a melt scan by setting the Temperature Slope option to 1.0 °C min⁻¹, Start Temperature to 25 °C and End Temperature to 95 °C, then launch the nanoDSF experiment by pressing the Start Melting button.

4. Performing a TSA Experiment

1. Open the sample drawer by firmly pressing the indent on the right-hand side of the drawer. Place the 96-well tray in the RT-PCR system with well A1 to the back-left (Figure 4D).

2. Click the New Experiment button to begin setting up a TSA experiment.

3. In the Experiment Properties tab, click the Melt Curve option when asked What type of experiment do you want to set up? and the Other option when asked Which reagents do you want to use to detect the target sequence?

4. In the Plate Setup/ Define Targets and Samples tab, enter a target name then set Reporter as ROX and Quencher as None.

5. In the Plate Setup/ Assign Targets and Samples tab, assign every well of the 96-well plate to the target name entered in the previous step. In the same tab, set Select the dye to use as the passive reference as None.

6. In the Run Method tab, delete steps until there is a total of three. Set the first step to 25.0 °C, ramp rate 100%, time 00:05; the second step to 95.0 °C, ramp rate 1%, time 01:00; the third step to 95.0 °C, ramp rate 100%, time 00:05. Choose to collect data using the Collect Data dropdown menu or by pressing the Data Collection icon (Figure 6).

7. Set the Reaction Volume Per Well to 20 µL.

8. Press the Start Run button to begin the TSA experiment.

5. Data Analysis

1. Choose a wavelength to plot a melt curve with. For nanoDSF experiments, the ratio of fluorescence intensities at 330 nm and 350 nm (corresponding to tryptophan in nonpolar and polar environments, respectively) is commonly used. For most TSAs, the dye emission maximum is suitable for melt curve plotting (the emission maximum of SYPRO Orange is 569 nm).

2. Calculate the T_m values of each condition by determining the inflection point(s) of each melt curve. Most nanoDSF systems automatically calculate T_m values by numerical differentiation of melt curves after data acquisition. If the software used does not automatically calculate T_m values, free, alternative GUI-driven software such as NAMI can automate data analysis and downstream processing, giving the option to produce a heatmap summarizing T_m values for the entire 96-well experiment (the accompanying reference provides guidance and resources for data processing with NAMI).

3. Compare T_m values of all conditions surveyed. The stability screens contain two wells in each screen (A1 and A2) that contain only water. Taking the water-only values as a benchmark allows calculation of ΔT_m values, addressing systematic errors and allowing easy comparison of stabilizing effects. Higher T_m values indicate thermally stabilizing conditions which are recommended for downstream use. Promising conditions often show a concentration dependence in their stabilization.

Representative Results

Lysozyme was assayed with the stability screens and Protein X, a target protein in the Virus-X project, was assayed with the osmolyte screen. Both proteins generally produced melt curves with clearly-defined denaturation transitions in both TSA and nanoDSF experiments (see accompanying figures for representative curves). In a few cases where the samples that did not produce interpretable curves with a defined denaturation transition were interpreted as denatured and not included in T_m comparisons.

Figure 7 shows sample results from the salt screen, exemplifying the thermally-stabilising properties of ammonium chloride towards lysozyme. Concentration dependencies such as that shown above are often indicative of promising conditions, but it can be useful to compare the results of increasing ion concentration with several different salts to see if thermal stabilisation generally arises from an increase in buffer ionic strength or if the presence of specific ions confers additional stability.

Comparison of T_m values of lysozyme with the pH screen (Figure 8) reveals two pieces of information. Firstly, there is a general trend of increasing stability with decreasing pH values. Secondly, the range of T_m values obtained using different buffer systems with identical pH values can be significant.

Data in Figure 8 suggests that the agreement between TSA and nanoDSF in this experiment is generally good, but nanoDSF shows a tendency to identify slightly higher T_m values and slightly larger T_m shifts than TSA. However, some wells with pH values above 8.5 show large discrepancies between T_m values obtained from TSA and nanoDSF. Differences could potentially be attributed to the denaturation mechanism of
the protein at different pH values; for example, a hydrophobicity-sensitive dye could give a comparatively low \( T_m \) reading if hydrophobic regions of a protein become exposed to solvent significantly faster than the environment of tryptophan residues changes in polarity.

**Figure 9** shows a heatmap of \( T_m \) values obtained with lysozyme using the osmolyte screen. Conditions with the highest \( T_m \) increases compared to the control wells (wells A1 and A2, containing deionized water) are colored dark blue. Especially stabilizing conditions identified in **Figure 9** include glycerol, 1 M D-sorbitol, 100 mM hypotaurine and 10 mM Ala-Gly (wells A4-A6, A9, E7 and F8, respectively).

**Figure 10** shows a heatmap of \( T_m \) values obtained with Protein X. TSA and nanoDSF experiments with the Osmolyte screen reveal that the majority of osmolytes tested give either a minor increase in \( T_m \) (within 1 °C) or have a detrimental effect on Protein X's stability. In particular, dipicolinic acid at a concentration of 10 mM (well D1) appears to denature the sample at room temperature. The TSA and nanoDSF results quickly identify dipicolinic acid as an incompatible additive for Protein X which should be avoided when working with the protein. Nevertheless, high concentrations of D-sorbitol and arabinose (wells A9 and B9, both at 1 M) as well as glycerol and TMAO (wells A4-A6 and E1, respectively) were identified as thermally-stabilizing.

For lysozyme, combinations of conditions yielding the highest \( T_m \) values from each stability screen were tested to probe for a synergistic combined effect. **Figure 11** shows a general increase in \( T_m \) values as more components of the buffer system (pH, salt and osmolyte) are added. In the case of MES, ammonium sulphate and D-sorbitol, a \( T_m \) increase as large as 10 °C can be observed when all components are present compared to MES alone. **Figure 11** shows that a noticeable synergistic effect can occur when individual components of a buffer are optimized and combined with the stability screens.

On a more general note, **Figure 11** also illustrates the magnitude of \( \Delta T_m \) values that can be observed in TSA and nanoDSF experiments. The magnitude of \( \Delta T_m \) achievable varies significantly based on the protein system, but any \( \Delta T_m \) value around and above 5 °C is often indicative of a beneficial stabilizing effect.

---

**Figure 1: Bioprospecting.** Sample collection from an extreme environment in the Virus-X Project. Please click here to view a larger version of this figure.
Figure 2: TSA schematic. Annotated example of a typical melt curve obtained from a TSA experiment. This curve is characteristic of classic "two-state" protein unfolding, where the sample population transitions from folded to denatured without detectable partially-folded intermediates. Please click here to view a larger version of this figure.

Figure 3: Stability screens workflow. Standard workflow of buffer optimization using the stability screens. Please click here to view a larger version of this figure.

Figure 4: Workflow of a standard TSA experiment with the stability screens. From left to right: (A) Pipetting aliquots of the stability screens into a 96-well plate. (B) Pipetting protein sample with fluorescent dye into the plate. (C) Sealing the plate before centrifugation. (D) Placing the plate into an RT-PCR system. Please click here to view a larger version of this figure.
Figure 5: Workflow of a standard nanoDSF experiment. (A) Opening the capillary loading rack. (B) Loading the capillaries into the rack. (C) Immobilizing the capillaries with the magnetic sealing strip. (D) Programming an experiment. Please click here to view a larger version of this figure.

Figure 6: User interface for the RT-PCR system. A TSA experiment has been programmed. Please click here to view a larger version of this figure.
Figure 7: Salt screen sample data. (A) Ratio of fluorescence intensities at 350 nm vs 330 nm for a label-free nanoDSF experiment with lysozyme. Samples correspond to the wells C7-C12 of the salt screen (1.5 M - 0.2 M ammonium chloride). Calculated T<sub>m</sub> values for each condition are superimposed on the plot. (B) Summary of T<sub>m</sub> values calculated from the data presented in Figure 7A. (C) Fluorescence intensities at 590 nm for a TSA experiment using lysozyme with a hydrophobicity-sensitive reporter dye. Like Figure 7A, the samples correspond to the wells C7-C12 of the salt screen. Calculated T<sub>m</sub> values are superimposed on the graph. (D) Summary of T<sub>m</sub> values calculated from data present in Figure 7C. Please click here to view a larger version of this figure.

Figure 8: pH screen sample data. Summary of T<sub>m</sub> shifts obtained with lysozyme and the pH screen. Each point represents an independent condition; points at the same pH value are of different buffer systems at the same pH. T<sub>m</sub> shifts are calculated relative to a control T<sub>m</sub> of 68.0 °C for TSA experiments and 71.9 °C for nanoDSF experiments. Please click here to view a larger version of this figure.
Figure 9: Osmolyte screen sample data (lysozyme). Summary of T\textsubscript{m} values obtained from a label-free nanoDSF experiment with lysozyme and each well of the osmolyte screen. T\textsubscript{m} values (in °C) are compared to the wells A1 and A2 which contain water as a control. A heatmap was generated based on ΔT\textsubscript{m} values compared (blue denotes a T\textsubscript{m} increase and red a T\textsubscript{m} decrease). Please click here to view a larger version of this figure.

<table>
<thead>
<tr>
<th></th>
<th>1</th>
<th>2</th>
<th>3</th>
<th>4</th>
<th>5</th>
<th>6</th>
<th>7</th>
<th>8</th>
<th>9</th>
<th>10</th>
<th>11</th>
<th>12</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
<td>72.0</td>
<td>71.9</td>
<td>62.0</td>
<td>73.9</td>
<td>74.3</td>
<td>73.2</td>
<td>72.4</td>
<td>72.5</td>
<td>78.3</td>
<td>72.7</td>
<td>73.1</td>
<td>72.1</td>
</tr>
<tr>
<td>B</td>
<td>74.3</td>
<td>72.3</td>
<td>72.4</td>
<td>71.3</td>
<td>73.0</td>
<td>71.6</td>
<td>72.4</td>
<td>72.1</td>
<td>73.0</td>
<td>72.1</td>
<td>73.0</td>
<td>72.1</td>
</tr>
<tr>
<td>C</td>
<td>72.3</td>
<td>72.0</td>
<td>72.9</td>
<td>75.2</td>
<td>70.9</td>
<td>71.6</td>
<td>72.0</td>
<td>71.8</td>
<td>69.9</td>
<td>71.1</td>
<td>71.5</td>
<td>72.1</td>
</tr>
<tr>
<td>D</td>
<td>73.3</td>
<td>72.3</td>
<td>71.6</td>
<td>70.7</td>
<td>72.4</td>
<td>70.8</td>
<td>69.6</td>
<td>70.6</td>
<td>71.8</td>
<td>71.9</td>
<td>72.2</td>
<td>71.8</td>
</tr>
<tr>
<td>E</td>
<td>74.2</td>
<td>72.3</td>
<td>72.6</td>
<td>71.7</td>
<td>70.7</td>
<td>69.6</td>
<td>72.4</td>
<td>72.4</td>
<td>75.4</td>
<td>73.3</td>
<td>73.1</td>
<td>72.3</td>
</tr>
<tr>
<td>F</td>
<td>71.6</td>
<td>71.9</td>
<td>68.7</td>
<td>70.2</td>
<td>73.9</td>
<td>72.8</td>
<td>70.7</td>
<td>71.8</td>
<td>73.0</td>
<td>72.4</td>
<td>73.9</td>
<td>73.0</td>
</tr>
<tr>
<td>G</td>
<td>73.0</td>
<td>71.9</td>
<td>64.1</td>
<td>72.7</td>
<td>71.9</td>
<td>66.7</td>
<td>69.1</td>
<td>67.9</td>
<td>70.7</td>
<td>73.6</td>
<td>72.6</td>
<td></td>
</tr>
<tr>
<td>H</td>
<td>72.9</td>
<td>72.0</td>
<td>73.5</td>
<td>72.2</td>
<td>72.2</td>
<td>71.8</td>
<td>73.5</td>
<td>72.2</td>
<td>73.2</td>
<td>72.2</td>
<td>72.2</td>
<td>71.8</td>
</tr>
</tbody>
</table>

Figure 10: Osmolyte screen sample data (Protein X). (A) Summary of T\textsubscript{m} values obtained from a label-free nanoDSF experiment with Protein X and the osmolyte screen. T\textsubscript{m} values are compared to wells A1 and A2 which contain water as a control. A heatmap was generated based on ΔT\textsubscript{m} values compared (blue denotes a T\textsubscript{m} increase and red a T\textsubscript{m} decrease). (B) nanoDSF curves obtained from well A9 (1 M D-sorbitol, a stabilizing condition) and D1 (10 mM dipicolinic acid, a destabilizing condition). Please click here to view a larger version of this figure.

Figure 11: Buffer optimization effect on T\textsubscript{m}. TSA T\textsubscript{m} values of lysozyme combined with the conditions of each screen that afforded the largest increase in T\textsubscript{m}. 100 mM acetic acid, pH 4.2, and 100 mM MES, pH 5.6, were chosen as the buffer systems, alongside 1.5 M ammonium sulphate as the salt. Osmolyte concentrations were identical to those found in the osmolyte screen: 10 mM Ala-Gly, 1 M D-sorbitol, 50 mM L-lysine and 100 mM hypotaurine. Error bars represent the standard deviation of six replicates. Please click here to view a larger version of this figure.
Critical aspects within the protocol include the centrifugation step and proper sealing of the 96-well plate for TSA experiments (step 1.5). Centrifugation ensures that the protein sample and screen condition come into contact and mix. Additionally, if an unsealed plate is used for a TSA experiment, there is a significant risk of solvent evaporating throughout the experiment, causing an increase in sample concentration and increasing the chance of premature protein aggregation.

TSAs and nanoDSF are amenable to a wide range of protein samples; the vast majority of samples can produce interpretable melt curves with a hydrophobicity-based reporter dye or through dye-free nanoDSF. If standard fluorescence sources are not suitable for your protein, the simplest modification to the protocol that could be explored is the choice of fluorophore. Several alternative dyes could be suitable for TSA experiments. Examples include N-[4-(7-diethylamino-4-methyl-3-coumarinyl)phenyl]maleimide (CPM), a compound that fluoresces after reacting with a thiol\(^{27}\), and 4-(dicyanovinyl)julolidine (DCVJ), a compound that varies its fluorescence based on the rigidity of its environment, increasing its fluorescence as a protein sample unfolds\(^{28,29}\) (the latter dye often requires high concentrations of sample).

Alternative methods of melt curve analysis are available if \(T_m\) is not automatically calculated by the instrument software. If data is homogenous and only one denaturation step is apparent in the melt curves, a truncated dataset can be fitted to a Boltzmann sigmoid with the following equation:

\[
F = F_{\text{min}} + \frac{F_{\text{max}} - F_{\text{min}}}{1 + \exp\left(\frac{T_m - T}{C}\right)}
\]

Where \(F\) is the fluorescence intensity at temperature \(T\), \(F_{\text{min}}\) and \(F_{\text{max}}\) are the fluorescence intensities before and after the denaturation transition, respectively, \(T_m\) is the midpoint temperature of the denaturation transition and \(C\) is the slope at \(T_m\). While this method works well for simple two-step denaturation processes, it is unsuitable for complex melt curves with multiple transitions.

One of the major advantages of TSA is its accessibility; TSA experiments can be performed in any RT-PCR system with filters at suitable wavelengths for the fluorescence dye employed. This coupled with the low cost of consumables, ease of operation and relatively low amount of protein needed, make TSA a valuable technique for a wide range of project scales, both in industry and academia.

As well as indicating favorable buffer conditions, the screens contain some wells that may give clues to the presence of structural metals within a sample protein. Wells that may be of particular interest in the salt screen are G6 and G7, which contain 5 mM EDTA and 5 mM EGTA, respectively. Significant thermal destabilization in these wells may be indicative of important metal ions in the protein that are sequestered by the chelants. Compounds within the osmolyte screen can also potentially provide clues to the function of a protein. Many of the compounds in the screen belong to classes of molecule that are common substrates of enzymes. For example, the general stabilization afforded by saccharides (present in wells A11-B10) for lysozyme could be attributed to their structural similarity to established substrates of the enzyme, N-acetylgalcosamine oligomers\(^{30}\).

The TSA and nanoDSF protocols outlined above can also be adapted to study protein-ligand interactions. Ligands that bind specifically to a protein can increase its thermal stability by introducing new interactions within the complex. A dose-dependent positive shift in protein \(T_m\) is a promising sign of a successful protein-ligand interaction. The speed, throughput and low cost of screening compound libraries with TSAs has made it a very popular method in early-stage drug discovery.

Optimizing the buffer conditions of target proteins and their ligand complexes can be essential for a project’s success, as many literature examples demonstrate\(^{31,32,33,34}\). With a typical assay taking under 2 h including setup time, TSAs and nanoDSF coupled with stability screens represent a fast, inexpensive technique for buffer optimizations.

### Table 1: Summary of buffer molecule co-crystallization frequency in Protein Data Bank (PDB) entries.

<table>
<thead>
<tr>
<th>Molecule</th>
<th>PDB Code</th>
<th>Frequency of Co-crystallisation</th>
</tr>
</thead>
<tbody>
<tr>
<td>Phosphate</td>
<td>PO4</td>
<td>5132</td>
</tr>
<tr>
<td>Acetate</td>
<td>ACT</td>
<td>4521</td>
</tr>
<tr>
<td>2-(N-Morpholino)-Ethanesulfonic Acid (MES)</td>
<td>MES</td>
<td>1334</td>
</tr>
<tr>
<td>Tris(hydroxymethyl)aminomethane (tris)</td>
<td>TRS</td>
<td>1155</td>
</tr>
<tr>
<td>Formate</td>
<td>FMT</td>
<td>1072</td>
</tr>
</tbody>
</table>

Data obtained through PDBsum\(^{16}\) from a total of 144,868 entries (correct as of 12-5-18).

Supplementary Information. Please click here to download this file.

Supplementary Table 1. Please click here to download this file.

Supplementary Table 2. Please click here to download this file.

Supplementary Table 3. Please click here to download this file.

Discussion
References